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ABSTRACT 


Six  portable  strainmeter  systems  were  designed  and  built  i 

Z and  to  measure^traini^induced  by^high^yield 

underground  events  at  epi central  distances  as  short  «  ™  ^  S  y  . 

designed  to  detect  earth  strains  of  S  x  lO"™  or  Sm^nJ°  k  ^  system  1S 

interval  of  6  meters  in  th*»  ‘  X  °r  snitller  over  a  horizontal 

...  a1.  meters  in  the  period  range  10  seconds  to  dc,  and  to  record  th* 

aasaS 
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SPECIAL  REPORT,  VT/8703 
DESIGN  OF  PORTABLE  STRAINMETER  SYo*£M 


1 .  INTRODUCTION 


^  1C  n  SEeC1fL^eport  Jescribi"S  the  work  undertaken  in  the  period  15  Aueust 
to  15  December  1969  to  design,  fabricate  and  laboratory  test  six  portable 

m  Klnm0e^  TtemS'  71,6  report  is  submitted  in  compliance  wrth  Sequence 
urn  er  004  of  Contract  Data  Requirements  List,  Contract  F33657-69  C  0757 
Amendment  002.  The  Statement  of  Work  is  included  as  Appendix  1.  ’ 


2*  GENERAL  DESCRIPTION  OF  SYSTEM 


The  portable  strainmeter  system  is  designed  to  detect  earth  strains  of  5  x  IQ-10 
"  °Ver  a  h°ri«ntal  interval  of  6  meters  in  the  period "^gf  io  seconds 

over  a  66  hr°  r6C0r?  t]}e  Slgnals  on  magnetic  tape.  The  design  allows  strains 
to  1  x  10-6  In U26  °  be7^e^Drderl  °n  a  hiSh"gain  channel  in  a  range  5  x  10" 10 

1  x  10-7°to#5  x  10-^  V4  dB  °n  3  low‘Sain  channel  from  approximately 

*  .  .  10  •  Quasi-static  step  strains  as  large  as  1  x  10-6  and 

residual  strains  as  small  as  5  x  10-1°  are  detected  by  l  variable-capacitance 

-  and  reC^rded  °n  the  hlSh-gain  channel.  Step  strains  exceeding 

1  x  10  0  are  recorded  on  the  low-gain  channel.  ~S 

S®  fiS?1  1relS  !°r  StGp  strains  at  epicentral  distances  of  30  and  120  km 

Wichita* Mount ains°Observatory  were*1usedII'toeestimaterthe*1 coefficient^^e  Mansion 

rtlft“el^yiarteBst10ff  C19a9)  50i"tS  0Ut  the  Possibility  of  occurrence  of 

y  ge  strains  induced  at  depth  by  temperature  variation  of  surface 

layers.  Consequently,  provision  is  made  in  the  portable  strain  system  to 
measure  four  points  in  the  temperature  regime.  7 

Basically,  the  portable  strainmeter  system  (figure  1)  cons-i nf  • 

anTnlon"  2  TT*  3  — di”S  ^ ly;  l  th^LctnV *£££? 

and  propane  fuel  supply;  and  mobile  service  instrumentation.  Unattended  opera 

h10!Lfnv2  W\  iS  Provlded-  Poor  weeks  of  unattended  operation  is  possible 
by  doubiing  the  100-lb  supply  of  propane  fuel.  Signals  can  be  monitored  and 
the  strainmeter  controlled  and  calibrated  from  a  slrvice  vehicle  A  block 

«ea8dre«rfbedeinyIppe:„di:P2nentS  “  Sh°Kn  “  “«"•  2'  SyStem  oharactoristics 
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Strains  are  detected  by  a  dual  variable-capacitance  transducer  (YCT)  attached 
to  a  quartz- tube  translating  member.  Differential  displacements  of  the  earth, 
sensed  by  capacitor  plates,  are  converted  to  variations  in  oscillator  pulse 
widths.  The  pulse  widths  are  averaged  and  amplified  before  being  transmitted 
by  cable  from  a  tunnel  or  a  buried-trench  installation  to  a  nearby  recording 
facility.  A  voltage  control  circuit  maintains  the  output  signal  within  a 
dynamic  range  of  30  dB  for  an  input-signal  range  of  66  dB.  This  is  accomplished 
by  an  offset-biasir.g  technique  using  a  precision  level  detector  and  a  digital - 
to-analog  converter.  The  number  and  polarity  of  the  offset  increments  are 
recorded  on  a  separate  track  of  the  tape  recorder  for  restoration  of  the  input 

signal . 

The  most  critical  design  problems  were  encountered  in  providing  the  following. 

a.  A  transducer  with  sufficient  sensitivity,  low  noise  level,  and 
linear  range; 

b.  Maintaining  the  output  signal  within  the  useful  operating  range 
of  the  recorder; 


c. 


Sufficient  precision  in  re  centering  the  transducer; 


d.  Maximum  isolation  of  instruments  from  temperature  change,  and 
adequate  range  and  resolution  of  the  temperature  monitors. 

Ideally,  the  strainmeters  should  be  operated  in  deep  mines.  However,  even 
near-surface  mines  with  short  tunnels  are  not  readily  available,  and  normally 
are  not  in  the  correct  locations  for  optimum  deployment  patterns.  In  compro¬ 
mising  between  economic  and  technical  requirements  the  strainmeter  is  designed 
to  operate  in  a  buried  trench  at  a  depth  of  2  to  3  meters  or  in  a  mine  with 
equal  or  better  temperature  stability.  If  one  assumes  that  the  temperature 
coefficients  of  the  quartz  tubing  and  the  rock  differ  by  at  least  a  factor  of 
two  as  suggested  by  strain  measurements  in  a  4-meter  deep  trench  at  the 
Wichita  Mountains  Observatory  in  Lawton,  Oklahoma,  then  a  resultant  coefficient 
of  at  least  3  microns  per  degree  Centigrade  exists  in  a  6-meter  interval, 
correct  the  strain  data  for  temperature  changes  and  still  maintain  strain  reso¬ 
lution  to  within  5  x  10"10,  tube  temperature  must  be  monitored  with  a  resolution 
of  0.001  degree  Centigrade.  To  monitor  a  sufficient  range  of  temperature  with 
such  a  high  degree  of  resolution,  the  temperature  signal  is  fed  into  an  offset 
biasing  circuit  which  maintains  the  signal  within  the  linear  range  of  the  tape 
reedrder.  The  number  and  polarity  of  the  offset  increments  are  recorded  on  a 
separate  track  of  the  tape  recorder  to  permit  temperature  compensation  of  the 
strain  data  during  later  processing.  Three  additional  environmental  sensors 
monitor  temperature  with  a  resolution  of  0.01°C  at  the  strain  transducer;  with 
a  resolution  of  0.1°C  in  the  strainmeter  vault;  and  with  a  resolution  of  1  C 
for  recording  outside  air  temperature.  Wind  speeds  or  pressure  changes  are 
recorded  on  a  fourth  environmental  channel.  Environmental  data  from  the  four 
sensors  are  time-shared  and  recorded  on  channel  No.  6  of  the  tape  recorder. 

Time  signals  from  WWVB  are  recorded  on  a  separate  track.  Channel  designations 
are  listed  in  table  1.  The  radio  channel  (No.  7)  and  the  two  channels  recording 
offset  counts  (No.  2  and  No.  3)  use  ’’DIRECT  RECORD”  electronics  which  have  a 
higher  frequency  response  (50  Hz)  than  FM  electronics  (5  Hz). 
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Table  1. 

Magnetic- tape  recorder  -  channel 

designations 

Channel 

Information 

Mode 

1 

Strain  (high  gain) 

FM 

2 

Strain  offset  count 

Direct 

3 

0.001°C  offset  count 

Direct 

4 

0.001°C 

FM 

5 

Strain  (low  gain) 

FM 

6 

Environmental 

FM 

7 

Time  code  (WIVVB) 

Direct 

3.  STRAINMETER  VAULT 


3.1  TRENCH  INSTALLATION 

The  strainmeter  vault  is  composed  of  either  a  sealed-off  section  of  a  mine 
tunnel  or  a  covered  trench.  In  the  latter  case,  the  trench  is  excavated  in 
competent  bedrock  to  a  depth  of  2.6  meters  and  a  width  of  2  to  2.6  meters. 

pie  strainmeter  is  housed  in  a  subtrench  approximately  3  feet  wide,  as  shown 
m  figure  3. 


pie  strainmeter  vault  is  designed  to  house  one  transducer  assembly;  one  cali¬ 
brator;  a  quartz  rod,  6  meters- long;  and  insulation  necessary  to  maintain  diurnal 
temperature  drifts  within  an  ideal  0.003°C.  The  transducer  and  calibrator  vaults 
are  i.3  meters  square  and  2.6  meters  deep.  They  are  constructed  using  4x4  inch 
lumber  at  the  corners  and  3/4  inch  exterior  plywood  for  the  walls  with  2x4  inch 
braces  on  0.6  m  centers.  The  top  2.3  meters  of  space  in  each  vault  is  utilized 
as  an  accessway  to  the  seismometer.  During  operation,  this  area  is  filled  by 
two  blocks  of  polystyrene  insulation.  Figure  4  is  a  photograph  of  the  completed 
trench  installation  prior  to  backfilling.  p 

A  tunnel  made  of  culvert,  plywood  and  steel  beams  is  designed  to  house  the 
6  meter  long  quartz  tube.  Tunnel  rigidity  is  achieved  using  a  half-section  of 
12:gauge  corrugated  steel  culvert  which  is  placed  on  3/4-inch  thick  plywood. 

This  half-cylinder  is  supported  by  six  frames  which  are  made  of  2  x  2-inch 
steel  "Tee"  beam  stock.  Each  frame  consists  of  a  1.3  meter  crossbeam  bolted 
to  two  vertical  beams  which  are  mounted  in  holes  drilled  in  the  bedrock.  After 
placement,  the  tunnel  cover  is  approximately  0.8  meters  above  the  floor  of  the 
subtrench.  This  assembly  provides  an  economical,  earth-retaining  structure 
i^ich  is  easily  installed.  A  cross-section  of  the  tunnel  is  shown  in  figure  5. 
Thermal  insulation  for  the  tunnel  is  achieved  by  filling  the  top  section  with 
blocks  ol  expanded  polystyrene.  Sheets  of  this  material  are  also  used  to  enclose 

the  quartz  tube.  Figure  6  shows  the  steel  support  beams  and  the  insulation  which 
encloses  the  tube. 
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CROSS  BRACES 


Figure  4.  Complete  trench  installation  before  backfilling 


G  5685 


Figure  6.  View  of  trench  installation  showing  styrofoam  insulation  over  the 
strainmeter,  and  showing  the  beams  which  support  the  culvert  gs687 
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3.2  MINE  INSTALLATION 


£vs£rr ^rfz* 

figure6,  ff.;™*2*„:;z ;;;  rTv;;-  :';i';tt'"’  ■•  °s 

*2 


4.  STRAINMETER 


4.1  GENERAL 


^arttrtuMnaeL'f,aS  Sh0Wn  in.fi8ure  10*  is  composed  of  a  6-meter  length  of 

sr  sss-sssssrirs'i  * 

=ft si sss X  =  £ s  sr*- 

and  electr°magne?icf(EM)  calib^ator'connecL^by  fs^o^t^ubf  shwi^the^ 

relationship  among  the  principal  components  of  the  strs^nmeter.  S 

4.2  TUBE  SUSPENSION 

is^SUSPendef  sev^n  hangers,  each  containing  two  flexible 
.  .  P  *  111111  ^hick  oy  19  mm  wide,  by  168  mm  long  (figure  12).  The 

tiffness  of  each  suspension  is  approximately  2  x  104  dynes/cm  The  stiffs 

less  2T0  003qUartZ  *Ub*"g.  is  aPProximately  5  *  10»  dynes/cm!  Therefore 
less  than  0.003  percent  of  the  strain  signal  will  be  lost  by  compression  of 

are  fmeJeTS  are^la^  If  perf^e"5^!^^ ‘wh^ 
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Figure  7.  Cutaway  view  of  a  mine  showing  the  insulated  entrance  hatch  and  air  baffle 
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Figure  8.  Photograph  of  entranceway  at  Site  No.  2  (KP-NV) 


View  of  mine  tunnel  installation  at  Site  No.  1  (RH-NV)  before 
placement  of  quartz  tubing  and  styrofoam  insulation  (view  from 
transducer  end) 


Figure  12 


View  of  hangers  suspending  quartz  tubing 


Figure  13.  View  of  suspension  framework  and  quartz  tubing  partially 
enclosed  with  styrofoam 


G  5694 
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4.3  ELECTROMAGNETIC  (EM)  CALIBRATOR 


The  EM  calibrator  (figure  14)  consists  essentially  of  a  coil  and  ring-magnet 
assembly  which  compresses  or  extends  an  18  cm  section  of  aluminum  tubing  con¬ 
nected  to  the  quartz  standard.  The  aluminum  tubing  is  temperature  compensated 
by  a  nearly  equal  length  of  aluminum  rod  in  a  foldback  arrangement  as  shown 
schematically  in  figure  15.  The  theoretical  calibration  constant  is  57.5  microns 
per  ampere.  The  empirical  calibration  constant  is  45  microns  per  ampere  (nominal) 
At  a  practical  coil  current  level  of  3  mA  and  a  predicted  equivalent  noise 
level  of  less  than  3  millimicrons  of  differential  ground  displacement,  less 
than  1  percent  inaccuracy  in  calibration  measurement  is  possible  by  averaging 
five  cycles  of  calibration  signal.  A  0.5  percent  meter  is  used  to  measure 
current. 


4.4  VARIABLE-CAPACITANCE  TRANSDUCER  (VCT) 

The  strain  transducer  is  of  the  variable  capacitance  type.  All  mechanical  and 
electronic  design  features  are  original,  with  the  exception  of  a  lineal  motion 
reducer  designed  in  1962  by  Mr.  Leonard  Blayney  of  the  California  Institute  of 
Technology.  The  VCT  as  shown  in  figure  11  is  composed  of  a  dual  inverse  capaci¬ 
tance  (1/C)  detector  with  the  center  plate  attached  to  a  coarse  adjust  mechanism 
on  the  free  end  of  the  quartz  standard.  The  two  outer  plates  are  mounted  on  the 
motion  reducer  which  in  turn  is  fastened  to  a  base  plate  bolted  to  the  rock. 

The  dual  capacitor  with  a  200-micron  spacing  theoretically  is  linear  to  within 
0.12  percent  at  10  microns  displacement  from  center  based  on  a  stray  capacitance 
of  25  picofarads.  An  additional  VCT  with  the  motion  reducer  reversed  in  direc¬ 
tion  is  used  to  compensate  for  temperature  effects  in  the  motion  reducer  and 
serves  as  a  backup  transducer.  The  arrangement  of  the  reducers  can  be  seen  more 
clearly  in  figure  16  in  which  the  quartz  standard,  the  coarse  adjust  unit,  and 
the  center  plates  have  been  removed.  The  holder  for  the  outer  plates  mounted 
on  the  side  of  the  motion  reducer  is  also  temperature  compensated,  since  tests 
show  that  an  uncompensated  holder  contributes  more  than  50  percent  of  the  temper¬ 
ature  drift  of  the  transducer. 

A  circuit  schematic  of  the  dual  1/C  detector  is  shown  as  figure  17.  Each 
capacitor  with  the  center  plate  centered  has  a  capacitance  of  approximately 
100  pF.  Variations  in  pulse  width  are  produced  by  variations  in  capacitance 
in  each  detector  circuit.  Pulse  width  differences  are  sensed  with  the  use 
of  a  flip-flop  circuit  and  an  averaging  filter.  The  dual  detector  has  a 
nominal  sensitivity  of  40  millivolts  per  micron.  The  circuit  noise,  minimized 
by  selecting  Amelco  709  integrated  circuits  of  low  noise  level,  is  less  than 
50  nV  in  the  frequency  range  0.001  to  1  Hz.  Long-term  drift  occurs  at  a  rate 
of  150  pV/°C.  The  output  of  two  dual  1/C  detectors  are  summed  as  shown  in  the 
circuit  schematic  of  figure  18.  A  low-gain  summation  circuit  is  operated  from 
the  two  dual  1/C  detectors  in  parallel  with  the  high-gain  circuit.  The  low- 
gain  circuit  not  only  preserves  large  signals  that  exceed  the  range  of  the 
high-gain  system,  but  serves  more  or  less  as  a  backup  system,  particularly 
since  the  two  circuits  are  operated  from  different  voltage  regulators. 
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Figure  14.  Photograph  of  EM  calibrator  without  cover 
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Figure  15.  Schematic  of  temperature-compensated  calibrator 
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4.5  FIXE  ADJUSTMENT 


Fine  adjustment  of  capacitor-plate  spacing  is  accomplished  by  positioning  the 
outer  plates.  A  stepper  motor,  a  micrometer  head,  and  the  motion  reducer  form 
the  fine-adjust  mechanism  (figure  19) .  The  stepper  motor  rotates  1/24  revolu¬ 
tion  per  step;  an  integral  gear  provides  a  30:1  reduction;  a  pair  of  external 
gears  with  a  reduction  factor  of  1.41:1  provides  a  lineal  decoupling  between 
motor  and  micrometer  head;  rotational  motion  of  0.000985  revolution^per  step 
is  converted  to  a  lineal  motion  of  0.493  microns  per  step  by  use  of  a  500-micron 
per  revolution  micrometer;  the  motion  is  then  reduced  by  a  nominal  value  of 
100:1  in  the  lineal  motion  reducer.  The  reduction  factor  of  the  latter  is 
known  to  an  accuracy  of  0.5  percent.  Thus,  the  position  of  the  plates  is 
adjustable  in  steps  of  4.93  millimicrons  (nominal  value)  within  an  accuracy 
of  1  percent  over  a  range  of  approximately  15  microns.  The  latter  value  is 
the  operating  range  of  the  lineal  motion  reducer.  A  backlash  equivalent  to 
13  ±3  millimicrons  occurs  when  reversing  the  direction  of  the  motor.  A  re¬ 
cording  of  the  VCT  output  in  response  to  forward  and  reverse  steps  of  the 
fine-adjust  motors  during  system  tests  in  the  16. 4-meter  deep  test  facility 
in  Garland,  Texas,  is  shown  in  figure  20. 

Tests  show  that  the  heating  effect  of  the  motor  upon  calibration  accuracy  is 
negligible.  Typically,  100  steps,  or  500  millimicrons,  of  plate  displacement, 
will  produce  100  millimicrons  of  heating  effect  on  each  lineal  motion  reducer. 
The  heating  effect  will  reach  a  peak  approximately  1/2  hour  after  actuating  the 
fine-adjust  motor  and  will  subside  effectively  in  1-1/2  hours.  The  temperature 
of  the  lineal  motion  reducer  will  rise  0.05  degrees  centigrade  per  100  steps  of 
the  motor.  However,  the  resulting  plate  displacement  of  0.1  micron  is  effec¬ 
tively  cancelled  with  dual  VCT's.  The  rate  of  stepping  is  controllable  by 
applying  voltage  pulses  to  the  motors  from  a  function  generator  through  a  logic 
circuit.  By  operating  the  function  generator  at  40  Hz  and  then  switching  the 
frequency  band  to  reduce  the  switching  rate,  the  outer  plates  of  the  detector 
can  be  displaced  over  the  full  range  of  the  fine-adjust  mechanism  (15  microns 
or  approximately  3000  steps)  in  less  than  90  seconds,  before  the  heating  effect 
can  affect  the  accuracy  of  the  calibration. 


4.6  COARSE  ADJUSTMENT 

The  coarse-adjust  mechanism  (figure  21)  displaces  the  central  capacitor  plate 
of  both  VCT's  simultaneously.  A  stepper  motor  and  micrometer  head  provide  a 
predicted  displacement  sensitivity  of  0.35  micron  per  step.  A  backlash  of 
approximately  1.0  micron  occurs  when  the  motor  is  reversed.  The  coarse  adjust 
unit  is  designed  to  center  the  central  plate  during  initial  installation  to 
avoid  consuming  the  adjustment  range  of  the  fine-adjust  unit.  It  also  may  be 
necessary  to  actuate  the  coarse  adjust  to  counteract  seasonal  temperature  change 
in  near  surface  tunnels  and  in  the  trench  installations.  A  record  showing 
operation  of  the  coarse  adjust  unit  in  laboratory  tests  rs  shown  in  figure  22. 

A  backlash  of  1.4  microns  is  evident  in  that  unit.  Note  also  the  apparent 
difference  in  accumulated  plate  displacement  between  forward  and  reverse  motion. 
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Figure  19.  Fine-adjust  nechanism 
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SIGNAL  CONTROL  CENTER 


r  2ir  rr  ■ , 

:LTUit“ortJh%\\cghd^oi(iuo„81S)ooi»c1^channeis*  anhd  contai“ 

r^channei’-4°hsri: ■sss^ir&g^s- 

the  radio  are  wired  through  the  SCC.  P  recorder  and 

F^^s^JSSesS* 

(high'gain)  Strain  a"d  °"*  *»  h^h-tin  te^e™? 

^:tz  ziz  t  ampufier 

ITILZ:  Z  l6Vel  det6Ct0r  and  the^witching  of  Tu-Su^r 

q  °  A  converter,  and  a  voltage  reference  regulator  for  the  ladder 

Specifically,  data  are  applied  to  the  DAC  amplifier  summing  network  which  con 
tains  an  operational  amplifier  with  a  pain  of  s  n,n  i  g,  ,  k  whlch  con~ 

output  of  the  DAC  amplifier  is  TrTjrZZl  levels  tig  ttlZZllZ* 

convert  lncrenl®"tK^s  sensed  by  a  logic  circuit  and  undergoes  aDto*h 
conversion  in  a  12-bit  ladder  network  which  has  a  least  significant  bit  of 

the°DAC  Amplifier  ££  S* 

“  l^TiZZZUli  are  recS  4 

separate  track  of  the  tape  recorder  for  restoration  of  the  input  signal. 

The  offset  bias  signal  from  the  DAC  is  a  0-50  Hz  sawtooth  wave.  The  ultimate 
limitation  on  repetition  rate  of  the  offset  bias  signal  is  the  tape  record 

T  \o  uZ  cutoff  in  the  FM  channels  containing  strain  and  temperature 
comts?  a  CUt°  f  ln  the  "DIRECT  REC0RD"  channels  containing  the  offset 

The  initial  design  plan  for  the  DAC  called  for  use  of  a  14-bit  ladder  A 
compromise  between  optimum  design  and  delivery  schedule  resulted  in  the  use 

with  tte  12  bit  ladH  /  consec>uence  ?he  lesser  dynamic  range  of  the  system 
,lt  la^der  forces  a  resetting  of  capacitor  plates  when  secular 
strains  displace  the  capacitor  plates  more  than  3  microns,  thus  limiting  loss 
dynamic  range  of  the  voltage  control  circuit  to  6  dB.  ^ 

TTie  voltage  control  circuit  is  aligned  with  a  digital  voltmeter  by  adiustino 

1  tiontttt  %  10'2d4  V?ltS  ±2-5  the  ZlelZ  TeZ  Z 

lf  ^  .  ™llllvolts>  and  all  dc  balance  adjustments  to  zero  ±10  inilli- 

voits.  The  mimmum  resolvable  signal  at  the  input  to  the  DAC  amplifier  is 
-5  millivolts.  The  maximum  signal  is  ±10  volts. 
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Figure  23.  Block  diagram  of  signal  control  center 
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A  system  block  diagram  of  strain  channel  components  and  gain  levels  is  shown 
m  figure  25.  In  the  high-gain  strain  channel,  an  optional  gain  card  with  a 
gam  of  X4  provides  a  strain  resolution  of  5  x  1(T10  limited  by  electronic 
noise  in  the  detector.  This  signal  is  approximately  6  dB  above  the  noise 
level  of  the  magnetic  tape  recorder  channel.  Optional  gain  cards  in  6  dB 
increments  permit  operation  at  lower  gains  when  environmental  strains  create 
a  practical  limit  to  system  sensitivity.  The  maximum  useful  strain  sensitivity 
ior  the  portable  strain  system  is  a  nominal  1,1  volt  per  1  x  10“8  strain. 


6.  ENVIRONMENTAL  DATA  UNIT 


The  four-channel  environmental  data  unit  (figure  26)  consists  of  three  active 
networks  and  one  passive  network  the  outputs  of  which  are  time  shared  by  means 
o  an  automatic  sequential  output  selector.  The  three  active  networks  measure 
temperature  with  a  resolution  of  0.01°C,  0.1°C,  and  1°C  at  the  linear  motion 
reducer  in  the  strain  transducer  enclosure,  in  the  transducer  vault,  and  in 
the  outside  air,  respectively.  Each  active  channel  contains  a  thermistor  a 
bridge  network,  and  an  operational  amplifier  the  output  of  which  is  single 
ended  and  referenced  to  a  power  common  of  a  +9,  common,  -9  volt  regulator. 

haS  2o  rangef  with  midpoints  at  1-degree  increments  from  10°C 
t0  22  ,0*  0.1  C,  and  1  C°  channels  have  a  sensitivity  of  4  V/°C 

0.4  V/  C,  and  0.04  V/°C,  respectively.  The  fourth  network  accepts  the  output 
from  a  meteorological  instrument  such  as  an  anemometer,  a  microbarograph  or 
a  pyrheliometer,  and  routes  it  directly  to  the  sequential  selector.  The 
duration  of  the  signal  is  88  seconds  for  channels  1  through  3,  and  66  seconds 
for  channel  4.  No  output  is  registered  for  2  seconds  following  the  signals 
from  channels  1,  2,  and  3,  and  10  seconds  following  the  signal  from  channel  4. 
The  power  requirement  is  24  Vdc  at  68  mA  and  12  Vdc  at  4  mA.  A  photograph  of 
the  environmental  data  unit  is  shown  as  figure  27. 

The  temperature  networks  were  tested  over  a  period  of  several  weeks  in  con¬ 
junction  with  development  of  the  strain  transducer  in  the  16.4-meter  deep  test 
shaft  in  Garland. 


7.  TIME  CODE  RECEIVER 


The  Time  Code  Receiver,  Specific  Products,  Model  T-60A,  operating  on  a  frequency 
of  60  kHz,  receives  the  BCD  time  code  transmitted  continuously  from  station 
1VWVB  (Boulder,  Colorado).  The  time  code  contains  information  on  minutes,  hours 
ana  day  of  the  year,  and  the  difference  in  milliseconds  between  the  time  ac 
broadcast  and  the  best  known  estimate  of  UT2  (Uniform  Time).  A  photograph'of 
the  receiver  is  shown  as  figure  28. 
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Figure  25.  System  block  diagram  of  strain  channel  components  and  chart  of  minimum  resolvable 
maximum  strain  levels  for  the  high-gain  and  the  low-gain  strain  channels 
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Figure  26.  Block  diagram  of  environmental  data  unit 
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Figure  27.  Photograph  of  environmental  data  unit 
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MAGNETIC  TAPE  RErnpnpp 


All  data  will  be  recorded  on  a  Geotch  Model  17*7*  mo 
(.Figure  29)  which  contains  seven  channels  riRTn  agnetlc  taPe  recorder 
tape  at  a  speed  of  0.03  inch  per  second  The  SL  d  r®COrds  data  on  1/2-inch 
per  reel  is  33-1/3  days.  Oneplayback maXimum. duratl0n  of  recording 
recorded  data  from  any  of  the  seven  channel  •  ^  ava*lable  for  monitoring 
process.  A  stepper  motor  mounted  on  the  channel  1"terruPtinS  the  recordin, 
permits  remote  selection  of  channel  to  be  motored?6  0"  SWltCh  CfigUre  30) 


9-  RECORDING  FACII.TTY 


and  an  insulfted  sibsurf^eSen™osurf1whidi3h’  COnsi*ts  of  a  Prefabricated  hut 
the  tape  recorder,  an  environment^  ^  the.slSnal  control  center, 
recording  facility  is  designed  to  maintain  dii™?  *  ^  C°de  receiver-  The 
instrument  enclosure  within  S  centigrade  detrees  i®"p”ature  chanSe  in  the 
is  based  on  the  need  to  control  the  voltac/dt?^  s-degree  specification 
day.  The  plywood  instrument  enclosure  which  "lthan  70  ">iHivoits  per 

long  is  set  45  cm  deep  with  15  cm  extendi n  k  Cm  deeP  x  cm  wide  x  120  c 
figure  32.  T^e  size  of  both  the  enclosuie^nd0^  leVe1'  as  shown  in 

work  and  maintenance  of  the  inst-ments  A^h  J  ^  adequate  for  test 

tem  tests  is  shown  as  figure  37  a  iunrti  Pjot°graph  of  the  hut.  used  in  sys- 
PTA  hut  contains  input  and  ~  con^'to^  "  °R  tIle  front  of  the 

high  voltage  protection  for  data  incut  t  “  current  overload  and 

motor  control,  and  power  lines  that^rl  tfPG  reProduce,  calibration 

of  the  junction  box  is  shown  as  figure  34.  6  t  r°Ug  the  box‘  A  Photograph 


1 0  •  SERVICE  INSTRIJMFNTAT iqn 


rear^ection^ave^een^equippe^as^service^  Ff  **  «  *. 

at  least  three  widely  separated  portable  strain^ites  in^he”"*  5erViCe 
basis  --  supplying  propane  and  performing  routine  calih™?  ****?  °n  a  routlne 
of  system  operation.  Each  vehicle  contafns  the^To^*^ 

the  service  * 

and  switches ;°ntr01  f°r  Calibra‘i°"  -  &r  control  of  stepper  motors 


C. 


12-volt  lead  acid  stor 
the  control  panel,  a  function  genera 
oscilloscope; 


batteries  which  furnish  power  to 
and  an  inverter  for  operating  an 
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Figure  29 


Photograph  of  Geotech  Model  17373  magnetic  tape  recorder 
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PREFABRICATED  HUT 


Photograph  of  plywood  instrument  enclosure  inside  recording  hut 
used  for  final  system  tests  in  Garland,  Texas 
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d.  A  Tektronix  Model  503  oscilloscope; 


e.  A  Cornell-Dubilier  Model  12ESW25  dc  to  ac  inverter; 

f.  A  WaveTek  Model  110B  function  generator; 

g.  An  Esterline-Angus  Model  T171B  strip-chart  recorder. 

A  circuit  diagram  of  the  service  system  is  shown  in  figure  35.  Equipment 
exterior  to  the  control  unit  is  enclosed  by  dashed  lines.  The  control  panel 
is  mounted  in  an  aluminum  suitcase  as  shown  in  figure  36.  The  control  panel 
provides  the  following  operations: 

a.  Monitoring  of  strain  signals  preceding  the  signal  control  center; 

b.  Remotely  actuating  a  stepper  motor  on  the  magnetic-tape  unit  in 
the  recording  facility  and  monitoring  any  of  seven  channels  on  the  tape 
recorder; 

c.  Controlling  the  polarity,  amplitude  and  duration  of  manual  pulses 
to  the  EM  calibrator; 

d.  Monitoring  the  EM  calibrator  current  supplied  by  the  function 
generator; 

e.  Remotely  actuating  a  stepping  relay  in  the  lightning  protection 
box  at  the  strainmeter  vault  to  select  motors  that  position  the  capacitor 
plates  on  the  strain  transducer; 

f.  The  lighting  of  neon  tubes  to  indicate  the  motor  selected  and 
forward  or  reverse  motor  operation; 

g.  Allows  either  slow  manual  stepping  of  stepper  motors  on  the  coai'se- 
adjust  and  fine-adjust  mechanisms,  or  rapid  stepping  with  a  function  generator 
signal  operating  through  a  logic  circuic  (figure  37); 

h.  Accumulates  stepper-motor  pulses  on  a  single  electro-mechanical 
counter. 

Six  counters  in  the  lightning  protector  box  (figure  38)  at  the  strainmeter 
vault  accumulate  positive  and  negative  counts  for  each  of  three  stepper 
motors  in  the  strain  transducer.  The  difference  between  positive  and  negative 
counts  on  any  motor  can  easily  be  converted  to  millimicrons  of  capacitor-plate 
displacement  by  multiplying  the  difference  count  uy  4.93  (nominal). 


1 1 .  SYSTEM  POWER 


The  pcrtable  strain  system  is  powered  by  thermoelectric  generators  burning 
propane  fuel.  These  generators  in  use  in  other  LRSM  systems  have  proven  to 
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Figure  36 


Figure  38.  Panel  from  lightning  protector  box  showing  counters 
which  accumulate  positive  and  negative  counts  of  the 
three  stepper  motors  in  the  strain  transducer 
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m  ^hi8r‘,'n  rel;able  and  require  low  maintenance.  The  generator,  3M  Company 
Model  .20  with  converter- limiter ,  is  adjustable  from  24  to  28  volts  and  > 

delivers  42  watts  of  power.  The  strain  system  draws  34  watts.  The  aerator 
operates  across  two  12-volt  lead-acid  storage  batteries  which  provide  the 
12  Vdc,  common,  and  -12  Vdc  necessary  for  system  operation.  A  resistive 

a°i0  milliamn^ff  ^  ^  b®  USed  t0  balance  the  load-  As  an  example, 

a  10-milliamp  offset  has  been  zeroed  out  with  a  resistive  load  with  only  a 

vidPs  llT  °f  S°Wer'  Propane  fuel»  readily  available  in  100-lb  tanks  pro¬ 
vides  14  days  of  operation  per  tank.  p  ° 

Operating  from  the  power  system  are  two  9-volt  regulators  which  supply  the 
strain  transducers;  a  9-volt  regulator  for  the  bridges  in  the  temperature 
monitoring  circuits;  and  a  dc  to  dc  converter  that  supplies  -US.  -15  and 
+5  volts  to  the  digital -to- analog  converter. 


12.  SYSTEM  TESTS 

PlanS  *°  provide  a  low  cost  system  with  a  short  delivery  time  depended 
Vc?  200  UT  ieiUSe.°f  aJ Sprengnether  variable- capacitance  transducer,  Model 
T  200.  An  evaluation  of  the  VCT-200  showed  that  the  transducer  met  speci- 
fications  reported  by  the  manufacturer.  Furthermore,  its  mechanical  drift  was 
sufficiently  low.  However,  it  was  rejected  for  use  in  the  portable  strain 
system  for  the  following  reasons:  (1)  It  was  difficult  toset  up;  (2)  stray 
capacitance  was  strongly  dependent  upon  the  position  of  the  cables  leading  to7 
the  plates,  (3)  the  response  of  the  transducer  was  not  sufficiently  linefr 
C  e  manufacturer  s  specifications  were  not  misleading);  (4)  offsets  in  the 

15  P“  h  the  level  of  minimum  Solvable  strain  Jeqlli red; 

?  A  centering  mechanism  was  erratic;  (6)  the  transducer  required 

r 7 \  th°  rnayS  0  5ta  i  1uG  after  the  Plate  Centering  mechanism  was  activated; 

linear  range  of  the  transducer  was  less  than  8  microns  at  the  required 
transducer  sensitivity.  4 

To  satisfy  system  specifications,  an  existing  experimental  single-plate  I/C 
(inverse  capacitance)  Detector,  Geotech  Model  33377,  was  mounted  on  a  Blayney 
lineal  motion  reducer.  In  a  series  of  oven  tests  and  operating  tests  in  the 

16  4-meter  deep  test  vault  at  Garland,  Texas,  a  dual  capacitor  with  a  moving 
center  plate  and  two  fixed  end  plates  was  developed.  The  detector  has  a  sensi 
tivity  of  40  millivolts  per  micron  at  a  plate  spacing  of  200  microns  By 
converting  from  a  single  pair  to  two  pairs  of  plates?  the  output  UnearUy  is 
increased  from  0.99  percent  at  10  microns  to  0.12  percent  at  10  microns,  based 
on  a  stray  capacitance  of  25  picofarads.  An  additional  detector  with  the  lineal 
motion  reducer  reversed  in  direction  was  added  to  the  design  to  compensate  for 
temperature  effects  on  the  lineal  motion  reducer,  and  to  provide  a  backup 
transducer.  Figure  39  shows  a  test  record  of  the  strain  transducer  outpu?  and 

both^m^  °Ht?Ut  1,1  the  16,4‘meter  test  shaft  ^  Garland  under  conditions  of 
both  small  and  large  temperature  changes.  The  electronic  noise  level  which 

a.s  marginal  in  this  test,  was  reduced  to  the  required  limit  of  70  microvolts 

at  the  transducer  output  by  selecting  Amelco  709  integrated  circuits  of  low 

noise  level.  Approximately  25  percent  of  the  709  chips  are  satisfactory.  A 
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Figure  59.  Test  record  of  the  strain  transducer  output  and  temperature  output  reflecting  a  change 
in  plate  displacement  of  15  millimicrons  for  a  temperature  change  of  0.01  degree 
centigrade  ^n  the  16.4-meter  deep  test  shaft  in  Garland.  A  dual  capacitor  on  a  single 
lineal  motion  reducer  was  used. 


noise  level  of  70  microvolts  is  equivalent  to  a  plate  displacement  of 
approximately  1.5  x  10"9  meters  or  a  strain  equivalent  of  2.5  x  10-10.  The 
ratio  of  minimum  detectable  strain  (5  x  10"10)  to  the  strain  equivalent  of 
transducer  noise  is  therefore  2:1. 

Tests  on  the  complete1  system  were  conducted  in  an  open  field  at  the  Geotech 
facility  in  Garland,  Texas.  All  operating  conditions  anticipated  in  the  field 
relating  to  power;  thermal  isolation;  and  service  vehicle  operation  were  main¬ 
tained  during  system  test.*;  except  for  the  substitution  of  a  0.85-meter  length 
of  quartz  tube  in  place  of  the  6-meter  tube,  as  shown  in  figure  40.  The 
2.6-meter  deep  vault  in  figure  40  was  constructed  at  the  Geotech  facility  to 
simulate  temperature  conditions  in  a  2.6-meter  trench  installation. 

The  response  of  the  strainmeter  to  quasi-static  strain  is  given  in  figure  41. 
The  response  curve  is  obtained  using  a  filter  with  a  high-frequency  cutoff  of 
0.1  Hz.  The  response  is  flat  from  dc  to  0.1  Hz;  is  down  2  dB  at  0.1  Hz;  and 
has  a  cutoff  rate  of  -10  dB  per  octave  beyond  0.1  Hz.  The  0.1  Hz  filter  will 
probably  be  replaced  in  the  field  by  a  0.01  Hz  filter. 

The  response  of  the  voltage  control  circuit  to  high  count  rates  was  checked 
on  an  oscilloscope  and  found  to  meet  the  design  requirements  of  50  offsets 
per  second. 

The  response  of  the  total  strain  circuit  was  checked  by  operating  both  the 
EM  calibrator  and  the  VCT  plate  positioning  motors  at  a  high  stepping  rate, 
recording  the  signal  on  magnetic  tape  and  recording  the  playback  signal  on 
a  high-frequency  oscillograph.  The  response  of  the  system  to  a  precisely 
known  signal  free  of  environmentally  induced  strain  background  noise  was 
obtained  by  injecting  sinusoidal  signals  at  various  frequencies  and  voltage 
levels  into  the  signal  control  center.  The  output  of  the  voltage  control 
circuit  in  response  to  a  5-volt  peak-to-peak  sinusoidal  signal  at  0.1  Hz, 
producing  a  maximum  of  8  offsets  per  second,  is  shown  in  figure  42.  An  off¬ 
set  repetition  rate  of  12  per  second  is  the  maximum  repetition  rate  predicted 
for  the  system  with  a  frequency  response  that  is  flat  to  0.1  Hz  in  response 
to  the  quasi-static  strain  signal  from  a  magnitude  (M)  6.5  event  at  30  km. 

The  DAC  can  accommodate  a  repetition  of  50  per  second,  but  the  recorder  is 
flat  to  only  5  Hz  at  0.03  ips.  Furthermore,  high-frequency  traveling  waves 
in  the  region  of  1  Hz  are  expected  to  produce  offset-repetition  rates  of  the 
order  of  30  per  second  with  a  0.1  Hz  filter.  By  using  a  0.01  Hz  cutoff  with 
a  12  dB  per  octave  falloff,  the  rate  will  be  reduced  to  less  than  one  offset 
per  second  for  the  high-frequency  traveling  waves. 
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Figure  41.  Amplitude  response  of  the  portable  strainmeter  to 
constan*  differential  pier  displacement 
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APPENDIX  1  to  TECHNICAL  REPORT  NO.  70-6 

STATEMENT  OF  WORK  TO  BE  DONE 
(AFT AC  PROJECT  AUTHORIZATION  NO.  VELA  T/ 8703/S/ ASD) 
_  as  amended  by  P002 


JUL  1  1969 

S( A  Ail) 


Statement  of  V.'ork  to  be  Done 
AFTAC  Project  Authorization  No.  VELA  T/87O3/ASD 
Amendments  #  6  and  #  7 


The  following  subpargraphs  are  added  to  Task  C,  Special  Projects. 

(1)  Design,  Fabricate,  and  assemble  six  portable  strainmeters  and 
associated  Recording  Equipment  for  measurements  of  strains  of  5  X  10-10 
or  better  over  a  6-meter  interval  in  the  period  range  from  10  seconds  to 
DC.  A  simple,  reliable  recording  system  capable  of  at  least  1  week's 
unattended  operation  is  required.  Two  sets  of  installation  and  test 
equipment  will  be  required  to  assure  satisfactory  set-up  of  the  group  of 
instruments.  The  details  of  the  system  design  and  proposed  field  installation 
techniques  should  be  submitted  and  approved  in  writing  by  the  Government  prior 
to  fabrication  and  assembly  of  the  systems. 

(2)  The  strainmeter  systems  will  tentatively  be  evaluated  in  the  field 
concurrently  with  deployment  around  a  large  event  to  record  induced  strains. 
Details  of  the  event  to  be  monitored  and  desired  recording  arrangement  will 
be  provided  by  the  Government. 

(3)  Technical  data  to  be  provided  by  the  Government  and  approval  of 
technical  aspects  of  recommended  equipment  configurations  and  other  features 
of  the  required  measurement  programs  will  be  provided  by  the  Contracting 
Officer. 
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APPENDIX  2  to  TECHNICAL  REPORT  NO.  70-6 

SYSTEM  CHARACTERISTICS  - 
_ PORTABLE  STRAINMETER  SYSTEM 


SYSTEM  CHARACTERISTICS  - 
PORTABLE  STRAINMETER  SYSTEM 


PURPOSE 


The  porjgble  strainmeter  system  is  designed  to  detect  and  record  strains  of 
5  x  10"  or  smaller  over  an  interval  of  6  meters  in  the  period  range  from 
10  seconds  to  dc.  Differential  ground  displacement  is  measured  with  a 
variable-capacitance  transducer  (VCT) . 

The  strainmeter  is  anchored  to  bedrock  in  a  trench  2  to  3  meters  deep  and 
buried  to  reduce  temperature  effects.  Signal  control  modules,  a  magnetic 
tape  recorder,  and  a  time  code  receiver  are  located  in  a  recording  facility 
at  a  distance  of  at  least  65  meters  from  the  strainmeter. 


Temperature  characteristics  of  the  system  are  measured  in  the  laboratory  and 
field  and  the  temperature  is  monitored  in  operation  to  permit  correction  of 
the  strainmeter  output  for  temperature-induced  drift. 

Unattended  operation  for  periods  of  at  least  one  week  is  required. 

A  thermoelectric  generator  furnishes  power.  A  service  vehicle  containing 
calibration  and  monitoring  equipment  is  plugged  into  a  junction  box  at  the 
recording  facility.  When  operation  is  terminated  at  a  trench  site,  all 
instrumentation  and  materials  are  removed  with  the  exception  of  6  meters  of 
quartz  tubing,  6  meters  of  steel  culvert,  and  two  wooden  access  shafts.  The 
major  components  of  the  system  are  as  follows:  one  (1)  strainmeter  vault; 
two  (2)  vault  accessways;  one  (1)  strainmeter,  one  (1)  strain  transducer; 
one  (1)  recording  facility;  two  (2)  offset-biasing  circuits;  one  (1)  signal 
control  center;  one  (1)  junction  box;  one  (1)  calibration  control;  one  (1) 
power  source;  one  (1)  power  system;  one  (1)  temperature  monitoring  system; 
one  (1)  pressure  monitoring  system;  one  (1)  electromagnetic  calibrator; 
one  (1)  anchor;  one  (1)  service  vehicle;  one  (1)  vault  protector;  one  (1) 
Magnetic  Tape  Recorder,  Model  17373;  one  (1)  Time  Code  Receiver,  Specific 
Products  Model  T-60A;  one  (1)  Strip  Chart  Recorder,  Esterline-Angus  Model  T171B; 
one  (1)  Dc  to  Ac  Inverter,  Comell-Dubilier  Model  12ESIV25;  one  (1)  Oscilloscope  * 
Tektronix  Model  503. 


OPERATING  CHARACTERISTICS 
Sensitivity 


Maximum  strain  ranges 


DESIGN  GOALS 

Will  resolve  strains  of  5  x  10"^  or 
better  from  dc  to  0.1  Hz 

5  x  10”'  and  5  x  10”^ 


Frequency  response 


Low  pass  maximally  flat,  0.1  Hz  knee 
12  dB  roll-off 


Linearity 


±3%  of  best  straight  line  over  the  full 
deviation  range  of  the  tape  recorder 
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Operating  tolerance 
Strainmeter  vault 


Recording  facility 


0.003°C  diurnal  change,  3°C/month 
(seasonal  rate  of  change) 

6°C  (diurnal  change) ,  12°C/month 
(seasonal  rate  of  change) 
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I  I  3.  ABSTRACT 


Six  portable  strainmeter  systems  were  designed  and  built  for  deployment  in  mine 
tunnels  and  shallow  trenches  to  measure  strains  induced  by  high  yield  underground 
i  events  at  epicentral  distances  as  short  as  30  km.  The  system  is  designed  to  detect 
earth  strains  of  5  x  10”10  or  smaller  over  a  horizontal  interval  of  6  meters  in  the 
period  range  10  seconds  to  dc,  and  to  record  the  signals  on  magnetic  tape.* Strains 
are  detected  by  a  variable-capacitance  transducer  attached  to  a  quartz-tube  trans¬ 
lating  member.  Output  signals  are  maintained  within  a  dynamic  range  of  30  dB  for 
an  input-signal  range  of  66  dB  by  an  offset  biasing  technique  which  uses  a  precision 
voltage-level  detector  and  a  digital-to-analog  converter.  Temperature  measurements 
are  resolvable  to  within  0.001  degree  Centigrade  by  the  same  offset  biasing  tech¬ 
nique.  The  strainmeter  is  calibrated  with  a  temperature-compensated  electromagnetic 
calibrator  mounted  at  the  fixed  end  '  the  quartz  tubing.  The  strain  detector  is 
calibrated  and  the  capacitor  plates  positioned  over  a  range  of  12  ~x  10"^  meters  in 
steps  of  5"X  10~9  meters  by  use  of  a  stepping  motor  and  motion  reducer. 
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